
Report on time-interval measurement using the
NMI WebTimer

Start time: 2022-08-09 06:33:55.402 UTC [±0.0554 s]

2022-08-09 16:33:55.402 local time

Stop time: 2022-08-09 06:34:00.671 UTC [±0.2173 s]

2022-08-09 16:34:00.671 local time

Elapsed time: 5.270 s ( 0 hrs 0 min 5.270 s )

Uncertainty due to the network delay: ±0.2242 s

A coverage factor of 2 is used when stating uncertainties.

Using NMI WebTimer webtimer-syd.nmi.gov.au

User: NMI Tester

Organisation: NMI

Stopwatch S/N 012-3456

These measurements are traceable to UTC(AUS), the Australian standard for time
and frequency.

Report generated Tue Aug 09 2022 16:34:05 UTC+1000 (Australian Eastern
Standard Time)
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